[Antipollution system for operating rooms. Critical assessment and testing of a new system].
Following a rapid review of equipment available for the depolluting of operating theatres, new equipment which does not interfere with anaesthesia circuit pressures is presented; experimental data obtained during use of this equipment are also reported and compared with standard data.